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Abstract— Minimally invasive robotic surgery (MIRS) en-
tails total absence of haptic feedback due to the spatial separa-
tion of patient and surgeon. In conventional surgery, however, 
palpation to detect superficial arteries by a slight pulsation is 
an important, commonly applied, and security-relevant proce-
dure. Therefore, an ultrasound based unidirectional sensor for 
MIRS was developed feeding back kinesthetic impulses to the 
surgeon-sided haptic input device. 
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I. INTRODUCTION 
Minimally invasive surgery (MIS) is a well-established 
operation technique, especially for standard procedures such 
as cholecystectomies (gall bladder removals). Long, slender 
instruments providing only one degree of freedom (DoF) 
are guided through small incisions in the patient’s skin to 
access the intra-corporal operation field. Thereby, the epi-
dermis forms a barrier preventing direct view and manual 
contact. In addition, dexterity is heavily constricted due to 
the so-called chopstick-effect (inversion of moving direc-
tion) and the two missing DoF inside the patient caused by 
the invariant point of incision (fulcrum point). Getting used 
to the handling of MIS, therefore, is very time consuming 
and in addition the falsified haptic feedback is considered to 
be a major weakness of this technique. 
Minimally invasive robotic surgery (MIRS) can over-
come these drawbacks using a teleoperated approach: the 
surgeon sits in an ergonomic posture at a remote console 
mastering the surgical instruments guided by a patient sided 
surgical robot. The entire mechanically decoupled arrange-
ment of surgeon and patient, however, results in a total 
absence of kinesthetic and tactile feedback. 
The formerly disputed necessity of kinesthetic feedback 
is meanwhile considered to be widely accepted [1-3] and 
approaches have been presented accordingly [4-7]. More-
over, future development in haptic feedback is expected to 
focus on tactility. Although a lot of research has been per-
formed [8-11], none of the proposed solutions in tactile 
feedback have prevailed yet. 
Therefore, a new approach is presented, focusing on the 
intra-operative detection of arteries hidden under covering 
tissue. The objective is to minimize the risk of an accidental 
dissection of sub-surficial vessels and, thereby, uninten-
tional arterial bleeding. Conventionally (in open surgery), 
this is performed by palpation and the observance of pulsa-
tions. The system is intended to expand the existing MIRS 
scenario providing kinesthetic feedback [12-14], an in-
house development by a research group of the German 
Aerospace Center (DLR). It is based on a new, unidirec-
tional ultrasonic probe (see Sec. II. A) and is driven by 
internally developed electronics (Sec. II. B). Its measure-
ment data are processed (Sec. II. C) to convert the expected 
palpable pulsations to soft kinesthetic impulses. These are 
presented on an existing, purchasable haptic interface 
(Sec. II. D). Preliminary results of the tactile feedback setup 
are presented in Sec. III. The publication ends with a short 
conclusion (Sec. IV.) and perspectives on future work 
(Sec. V.). 
II. MATERIAL AND METHODS 
A. Ultrasonic Probe 
The ultrasonic probe was developed in cooperation with  
 
Fig. 1 Left: Planned integration in the existing DLR MIRS instruments; 
1) universal joint, 2) 6 DoF force/torque sensor, 3) ultrasonic probe. 
Right: First Prototype of the unidirectional ultrasonic probe (∅10mm). 
the Fraunhofer Institute for Biomedical Engineering (FhG-
IBMT), St. Ingbert, Germany, and is designed to fit into the 
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existing DLR MIRS instruments (see Fig. 1 and [6,7]). 
Development objective was a probe for reliable detection of 
vessels beneath covering tissue comparable to the percep-
tion of a human finger where a slight pulsation indicates a 
vessel. Moreover, this pulsation derives from a pulsatile 
perfusion of the vessel, which can usually also be detected 
by Doppler sonography. However, conventional Doppler 
probes are only sensitive to motions in a specific direction. 
Therefore, the novel unidirectional Doppler probe contains 
16 circularly arranged transducer elements (see Fig. 2), 
since intra-corporal rotational movement of angled instru-
ments with conventional Doppler probes is often cumber-
some in MIRS. The transducer elements can all be used 
either as transmitters or as receivers. This allows the forma-
tion of geometrically arbitrary Doppler transmitter/receiver 
pairs to reliably detect vessels in any planar orientation. The 
characteristics of the sensor were designed to achieve a 
penetration depth of 3-4 mm since deeper vessels would not 
be palpable manually either. Additionally, vessels under 
covering tissue deeper than 4 mm usually do not lie in the 
primary cutting region of a surgeon since conventionally 
multiple small and cautious cuts are performed rather than 
one deep cut. Furthermore, the small penetration depth is 
advantageous in detecting coronary arteries on the beating 
heart since disturbances due to ventricular blood turbu-
lences can be avoided. Therefore, a transducer resonance 
frequency of 20 MHz was chosen, also allowing higher 
pulse repetition frequencies (PRF). The transducer elements 
are sealed with a synthetic resin (see Fig. 1) building an 
adequate impedance changeover to human soft tissue, insu-
lating the transducer to the patient, protecting the assembly, 
and providing a constant contact geometry. 
B. Control Electronics 
For preliminary test purposes a control electronics for only 
one single transducer element was designed and realized in 
close cooperation with the University of Stuttgart, Ger-
many, Department of Biomedical Engineering (IBMT 
Stuttgart). In previous evaluation tests of the transducer 
probe continuous wave (cw) operation did not prove effec-
tive since the frequency of transmitting elements was heav-
ily overlaying measurement signals, probably due to reflec-
tions within the fore sealing or the collective central 
transducer element carrier. Hence, the circuitry was de-
signed to operate the connected transducer element in 
pulsed wave (pw) mode, using one element as transmitter 
and receiver in time multiplex. The short signal run-time 
(penetration depth: 3-4 mm) requires relatively fast switch-
ing between transmitting and receiving. Additionally, due to 
the dimensions of the ultrasound elements, only little energy 
can be coupled into the tissue which makes high transmitter 
pulse energy and low noise amplification of the small 
measurement signals necessary. 
    
Fig. 2 Circular arrangement of ultrasound transducer elements within the 
ultrasound probe (CAD drawing). Outer diameter after sealing: 10 mm. 
Moreover, the later operation of all transducer elements 
by using a multiplexer was continually considered during 
the design process. 
C. Data Acquisition, Signal Processing 
With a previous test setup typical Doppler ultrasound 
signals of a test person’s Arteria radialis (forearm artery) 
were acquired, digitized, and stored on a conventional per-
sonal computer (PC). Subsequently, the data were processed 
offline with MATLAB. Thereby, the data were first filtered 
with a standard filter implemented in MATLAB and nor-
malized. Then, a standard peak detection was performed as 
a first signal analysis. The result (see Fig. 3) was taken as a 
basis for a signal generation for kinesthetic feedback on an 
existing haptic feedback interface (see Sec. II. D). 
 
Fig. 3 Preliminary test of a MATLAB based peak detection with a previ-
ous transducer setup. Abscissa: time [s]; ordinate: normalized amplitudes. 
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In this first attempt, the peaks found in the data stream 
were weighted equally and submitted to the haptic interface 
only as uniform impulses. In a later version, the impulses 
might be fed back more strongly or weakly depending on 
the ultrasound signal’s shape. The signal processing, and 
therefore the generation of kinesthetic impulses, is presently 
still offline. 
D. Haptic Interface 
To feed back the measured and computed data in form of 
short deviated impulses a commercial haptic interface is 
used (omega.7, see Fig. 4). The system can be run under 
common software platforms via universal serial bus (USB) 
and provides 3 passive (rotational) degrees of freedom 
(DoF) and 4 active (translational and functional) DoF for 
one hand. In the presented application only the functional 
DoF is used, the remaining DoF are used to position and 
orient the instrument tip (i.e. ultrasound probe). The work-
space of the functional DoF covers about 25 mm at achiev-
able continuous forces of ±8.0 N. 
 
Fig. 4 Haptic interface “omega.7” by ForceDimension, Inc., Lausanne, 
Switzerland. The system provides 3 passive (rotational) and 4 active 
(translational and functional) DoF. Photo: ForceDimension [15]. 
Both powers are not fully used for the standardized soft 
impulse representing vessel pulsation. Presently, the gener-
ated impulses are still offline. However, correlation with 
artery palpation is conceivable. 
III. RESULTS 
Initially, measurements with the above described elec-
tronics and ultrasound probe were performed in a test-bed 
environment (see Fig. 5) at the IBMT Stuttgart. A water 
filled plexiglass cylinder (190 mm in height to avoid reflec-
tions from the bottom) with an arterial phantom (plexiglass 
tube, inner diameter: 3.5 mm) was used. The artery phantom 
was pulsatively perfused with a blood substitute material to 
simulate the pulse wave. With these in vitro tests reproduci-
ble measurements could be performed to optimize the set-
tings of the electronics. 
 
Fig. 5 Test-bed to evaluate the first transducer probe prototype. Ultrasound 
coupling medium is water; pulsatile fluid flow in an artery phantom. 
To prove the above presumptions in vivo, subsequently, 
a proband’s palpable A. radialis was examined. Since the 
electronics presently only operates one single transducer 
element the probe had to be adjusted along the flow direc-
tion manually. Though clearly audible, the characteristic 
Doppler sound could not be made visible in the amplitude 
exposition. However, the spectral Doppler display could be 
calculated by applying the Fast Fourier Transformation 
(FFT) to consecutive time windows of 256 data samples 
(see Fig. 6). Irrelevant frequencies due to physiological 
hemodynamics (outside 200 Hz and 5 kHz) are not shown 
in Fig. 6. However, the curve progression in Fig. 6 shows 
characteristics comparable to the typical radialis blood flow. 
 
Fig. 6 Calculated spectral Doppler display of a proband’s A. radialis; 
abscissa: time, ordinate: Doppler frequency shift. 
With the results shown in Fig. 6 the functionality and ba-
sically correct adjustment of the electronics to the trans-
ducer elements in the novel ultrasound probe could be dem-
onstrated. Switching time between transmitter and receiver 
mode is in a suitable range. However, the signal strength 
could be improved by using a more powerful output ampli-
fier with a faster ramp response since the full capacity of the 
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transducer elements is not yet utilized. Moreover, more 
potential can be realized with a less prototypic, electromag-
netically compatible, low-noise assembly. 
IV. CONCLUSIONS 
The present results of a new tactile feedback system for 
artery detection in MIRS based on a novel unidirectional 
ultrasound probe justify further work on the research pro-
ject. 
The presumptions concerning a new transducer for tele-
tactility substitution in a single, closely specified task in 
MIRS seem to be correct since the A. radialis can be de-
tected and is also palpable. Unidirectionality may be ex-
pected due to the measurements, but could not be proven 
yet since the present evaluation electronics only operates 
one single transducer element. 
The modality substitution and kinesthetic feedback of 
palpable, hidden, sub-surficial vessels by a soft impulse of a 
haptic input device’s functional DoF (i.e. tactilely expected 
perception, ultrasound based detection, and kinesthetic 
feedback) seem feasible and feel satisfactory on the haptic 
interface. However, online data processing is not yet im-
plemented and a substantiated evaluation (performed by 
occupational psychologists) of the feedback impression is 
pending. 
V. PERSPECTIVES 
Next development step will be electronic circuits operat-
ing all transducer elements in arbitrary activation. Also, the 
expansion of the evaluated analog front end electronics with 
a multiplexer, an FPGA based preprocessing unit, and an 
Ethernet communication interface to a standard PC is 
planned. 
Online data processing is scheduled to be programmed 
with RT-Lab (MATLAB tool) and performed on a QNX 
based PC. The results can then be forwarded to the omega.7 
since QNX drivers are available for the hardware. 
The next step after functional evaluation of the electron-
ics will be the mechanical integration of the ultrasound 
probe into the DLR instruments. The force torque sensor 
presently implemented in the DLR instruments can be inte-
grated to additionally measure contact reactions of the probe 
with the surrounding tissue. 
To evaluate the feedback effect occupational psychologi-
cal tests by the Human Factors Institute (IfA) of the Univer-
sity of the Bundeswehr Munich were agreed on. In addition, 
multiple feedback modes (e.g. Doppler sound presentation, 
flashing lights in the endoscope’s video stream or further 
modes) are planned to be evaluated in these tests. 
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